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起搏器 

（由 G A Leach 提交） 
 

摘要 

本工作文件提议对旅客携带心脏起搏器的相关要求进行澄清。 

由危险品专家组采取的行动：请危险品专家组按本工作文件附录中所示，对《技术细则》

中表 8-1 进行修订。 

1. INTRODUCTION 

1.1 Table 8-1, Item 4) of the Technical Instructions provides for passengers to “carry” cardiac 
pacemakers (containing radioactive material and lithium batteries) if they are implanted into a person. An operator 
in the United Kingdom was faced with a situation involving a passenger who had an external pacemaker (i.e. not 
implanted in their body) containing lithium batteries which technically is not provided for by Table 8-1, Item 4). 
This type of pacemaker is apparently used for some types of cardiac complaint. The passenger was allowed to travel 
on the basis the pacemaker was a “portable electronic device” (Table 8-1, Item 19), Part 1;1.1.4.1 could also have 
been used)), but it is suggested it would be more appropriate for the current provision relating to pacemakers to take 
account of these devices. 

1.2 This issue was discussed at both the 2012 DGP Working Group of the Whole Meeting (DGP-WG/12, 
Montreal, 15 to 19 October 2012) (DGP-WG/12-WP/37, see paragraph 3.2.30 of the DGP-WG/12 Report (DGP/24-WP/2)) 
and the 2013 DGP Working Group of the Whole Meeting (DGP-WG/13, Montreal, 15 to 19 April 2013) 
(DGP-WG/13-WP/50, see paragraph 3.2.50 of the DGP-WG/13 Report (DGP/24-WP/3)). At DGP-WG/12 it was thought 
the proposal extended the provision to take account of equipment other than cardiac pacemakers and it was 
suggested the working paper should be re-written to restrict the text to the latter. However, when this was done (at 
DGP-WG/13), it was thought, on reflection, provision should be made for other medical devices fitted externally, 
such as insulin pumps and continuing glucose monitoring systems (CGMS). Consequently, the proposal in this 
working paper is that originally presented at WG12, with a slight modification. 
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附录 

《技术细则》第 8 部分的修订提案 

第 8 部分 

有关旅客和机组成员的规定 

第 1 章 

旅客或机组成员携带危险物品的规定 

本章部分内容受国家差异条款 CH 1、US 15 的影响，见表 A-1 

1.1  旅客或机组成员携带的危险物品 

…… 
表 8-1.  关于旅客或机组成员携带的危险物品的规定 
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 医疗必需品 
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 4) 放射性同位素心脏

起搏器或其他医疗

装置，包括那些植入

人体内以锂电池为

动力的装置 

不适用 不适用 是 否 否 必须作为治疗手段植入人体内。 

  人体内的放射性药

剂 
不适用 不适用 是 否 否 必须作为治疗手段。 

 
…… 
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